Annals of Clinical and Analytical Medicine

Original Research

Evaluation of projection-based augmented reality technique in cerebral catheter procedures

Ahmet Gokyar1, Sinan Bahadır1, Cengiz Çokluk2

1Department of Neurosurgery, Medical Faculty of Amasya University, Amasya
2Department of Neurosurgery, Medical Faculty of Ondokuz Mayıs University, Samsun/Turkey

Abstract

Aim: In this experimental study, we evaluated the usability of a projection-based augmented reality technique, achieved by projecting cranial computerized tomography images from an external image source onto cattle skull, for localization of the frontal horn of the lateral ventricle and placing ventricular catheter.

Materials and Methods: Eleven skulls obtained from fresh cattle cadavers were used for this experimental study. Axial computerized tomography images including the lateral ventricle sections were projected on the cattle skull over the superior surface. Puncturing needle was inserted from the surface into the frontal horn of the right lateral ventricle with the guidance of projection-based augmented reality images. Placements of catheters were evaluated by computerized tomography.

Results: In two (18.18%) of the samples location of the catheter tip was found in unfavorable location. Acceptable results were achieved in six samples (54.54%). In the remaining three (27.28%) of the samples, location of the needle tip was found in ideal location. Successful placement of ventricular catheters was achieved in nine (81.82%) of the experimental materials using image projecting augmented reality technique.

Discussion: The results of this study revealed that placement of cerebral catheters with the guidance of projection-based augmented reality is a safe, fast and simple procedure. This procedure provides the accurate location of the selected target seated within the brain parenchyma. This procedure may be used in similar kind of brain operations in the location of the lesion following more detailed and further investigations.

Keywords

Brain surgery; Localization; Augmented reality; Projection; Neuronavigation
Introduction

Navigation systems in surgery are in use for over several decades [1]. It was rapidly adopted in neurosurgery where prevention of any injury to normal structures has the utmost importance. As of today, several advanced and complex navigational systems are available. However, these systems are so expensive that not every institute can afford one. Hydrocephalus has a prevalence of 88/100,000 in children, 11/100,000 in adults and 175/100,000 in elderly. There is no effective medical treatment for hydrocephalus. So, surgical interventions, particularly ventricular shunt systems, remain as major treatment option [2]. Ventricular catheter insertion depends on surgeon’s experience. Each unsuccessful trial leads to additional neural damage. Despite all care taken during surgery, malposition occurs in 8% of shunt procedures and makes additional surgery mandatory [3]. Shunt insertion is a procedure which may benefit from navigational systems. However, hydrocephalus incidence is higher in low and middle-income countries where complex navigation systems are out of reach for most neurosurgeons [2].

The integration of virtual images onto real-world surface, known as augmented reality (AR), also found its way into surgical field. Projection of 3D constructed images onto patient’s body was successfully performed in thorax surgery, neurosurgery and dental surgery [4-6].

In this study, we evaluated the effectiveness of projection-based AR (PB-AR) in ventricular shunt insertion where the location of the lateral ventricle frontal horn was superficially detected on the brain surface by projecting computerized tomography images.

Material and Methods

Eleven fresh cadaveric cattle skulls were used for this experimental study. All the skulls obtained from cattle which are sacrificed commercially for other purposes. Since no living animal was sacrificed for this experiment, no ethical committee approval is required.

The experiment procedure was schematized in Figure 1. The cadaveric cattle skulls were scanned by computerized tomography in rostral to caudal direction with 5mm slice thickness to achieve axial images. All axial sections were recorded in DICOM file format and transferred to a commercially available laptop computer (Figure 2). The original magnification legends were kept visible. A commercially available digital projector (LG, PH300-GL, Korea) connected to computer was secured to a position just above the specimen. Following this step, the axial section image corresponding to the lateral ventricle frontal horn was superficially detected on the brain surface by projecting computerized tomography images (Figure 3a). The catheter was fixed over the skull bone surface. An axial CT scan was performed to check the location of the catheter tip (Figure 3b).

Outcomes were assessed by the location of catheter tip respective to the lateral ventricle. A totally intraventricular placement is considered as “ideal”. Catheter tip located adjacent to the lateral border of the ventricle is considered as “acceptable”. The rest are considered as “unfavorable”.

Figure 1. In this figure, the experimental procedure was schematized. The virtual image was projected over the specimen to localize the frontal horn of the lateral ventricle before inserting the catheter. (Pj: projector, Nd: needle, Stb: stabilizer, Cb: cable).

Figure 2. This figure shows an axial CT scan of the brain. The image was transferred from computer to projector and projected over subjects during entry to the frontal horn of lateral ventricle.
The usability of a projection-based augmented reality technique

Results
Of eleven cattle skulls, in two (18.18%), the needle placement was unfavorable. Acceptable results were achieved in six (54.54%) of the specimens. In the remaining three (27.28%), needle placement was ideal. Successful results (good and acceptable) were achieved in nine (81.82%) of the subjects using PB-AR technique in fresh cadaveric cattle brains. The results for each specimen are summarized in Table 1.

Discussion
Our study demonstrated that inserting a ventricular catheter guided by AR application is a viable technique in cattle suggesting it can also be applied in clinical situations. Malposition in our study was 18.18% which is higher than in the literature [3]. In a real shunt procedure, ventricular entry is determined by the efflux of cerebrospinal fluid (CSF) through catheter. If no CSF exits the catheter, another entry is performed to establish ventricular entry. However, an 8% rate of malposition stated in the literature only covers postsurgical evaluations and it is highly possible that failure to enter intraventricular space at first attempt is much higher. Moreover, ventricles of hydrocephalus patients are larger than normal making it easier to enter and masking any misdirection. We believe the discrepancy in the malposition rate of our study with the literature result from the number of entry attempts and enlargement of ventricles in clinical cases.

We used a cattle skull for our study. It had some advantages over other animal models and clinical experiment. Cattle brain, and thus ventricles are closer to the human brain in size compared to other animals used in experiments allowing the use of readily available ventricular catheters. Another advantage is, since cattle are slaughtered for needs of society routinely, no animal had to be sacrificed just for the experiment. All used skulls were obtained from already slaughtered cattle. However, the model also has its disadvantages. Apart from being bigger and heavier, human brain is also rounder when compared to cattle brain. A cattle’s brain is elongated in shape, whereas a human brain is rounded. Still, location of interhemispheric sulcus and characteristic features of ventricles are similar in human and cattle brain making it is a suitable model.

Surgical procedures, especially neurosurgical procedures require precise localization to achieve minimal damage to surrounding structures [7], so that neurosurgery became one of the earliest adopters of image guidance to increase surgical accuracy and reduce the size of craniotomy [1]. Advanced neuro-navigation systems have significant cost implications in underdeveloped and developing countries. Relying on anatomical landmarks is also prone to error. In areas with suitable accuracy and minimal movement, AR techniques may reduce the injury risk [8,9]. AR techniques, unlike expensive and state-of-the-art navigational systems, do not require the surgeon to constantly gazing between the surgical field and images on navigation monitors which can cause surgical errors [5,6]. On the contrary, AR provides an enormous ergonomic improvement where the surgeon can see anatomical structures on the skin of the patient.

Table 1. Position of ventricular catheters regarding lateral ventricle wall

<table>
<thead>
<tr>
<th>Specimen</th>
<th>Deviation from lateral ventricle wall</th>
<th>Outcome</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>2mm, lateral</td>
<td>Unfavorable</td>
</tr>
<tr>
<td>2</td>
<td>3mm, medial</td>
<td>Good</td>
</tr>
<tr>
<td>3</td>
<td>9mm, lateral</td>
<td>Unfavorable</td>
</tr>
<tr>
<td>4</td>
<td>0mm, medial</td>
<td>Acceptable</td>
</tr>
<tr>
<td>5</td>
<td>2mm, medial</td>
<td>Good</td>
</tr>
<tr>
<td>6</td>
<td>0mm, lateral</td>
<td>Acceptable</td>
</tr>
<tr>
<td>7</td>
<td>0mm, lateral</td>
<td>Acceptable</td>
</tr>
<tr>
<td>8</td>
<td>1mm, medial</td>
<td>Good</td>
</tr>
<tr>
<td>9</td>
<td>0mm, lateral</td>
<td>Acceptable</td>
</tr>
<tr>
<td>10</td>
<td>0mm, medial</td>
<td>Acceptable</td>
</tr>
<tr>
<td>11</td>
<td>0mm, lateral</td>
<td>Acceptable</td>
</tr>
</tbody>
</table>

Figure 3. a) This figure shows the subject for the experimental procedure. In this figure the axial CT image of the brain was projected over the skull surface. b) Axial CT section image of the brain along the catheter shows the correct location of the needle.
The usability of a projection-based augmented reality technique

Introduction

Projection-based augmented reality (AR) has been utilized in the neurosurgical field for three-dimensional visualization of structures in real-time. However, this technique needs evaluation through a controlled study and its low cost and ease of use could make it a valuable tool in achieving optimum intraventricular catheter placement as part of a shunt system or external ventricular drainage system in low and middle-income countries.

The authors declare that they are responsible for the article’s scientific content including study design, data collection, analysis and interpretation, writing, some of the main line, or all of the preparation and scientific review of the contents and approval of the final version of the article.

Conflict of interest

None of the authors received any type of financial support that could be considered potential conflict of interest regarding the manuscript or its submission.

References


How to cite this article:

Scientific Responsibility Statement

The authors declare that they are responsible for the article’s scientific content including study design, data collection, analysis and interpretation, writing, some of the main line, or all of the preparation and scientific review of the contents and approval of the final version of the article.

Animal and human rights statement

All procedures performed in this study were in accordance with the ethical standards of the institutional and/or national research committee and with the 1964 Helsinki declaration and its later amendments or comparable ethical standards. No animal or human studies were carried out by the authors for this article.